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1.0  Objective 

The objective of the comparison report is to demonstrate the accuracy of the 

Keto-Mojo GK+, FORA 6 Connect, Abbott Precision Xtra, and Accu-Chek 

Performa blood glucose monitoring systems when compared to a laboratory 

reference measurement method (YSI 2900). The study was performed with 

fresh fingertip blood samples.  

2.0  Materials 

2.1 Keto-Mojo GK+ Blood Glucose and β-Ketone Test Meters 

2.2 Keto-Mojo GK+ Blood Glucose Test Strips  

2.3 FORA 6 Connect Blood Glucose Test Meters 

2.4 FORA 6 Connect Blood Glucose Test Strips  

2.5 Abbott Precision Xtra Blood Glucose and β-Ketone Test Meters 

2.6 Abbott Precision Xtra Blood Glucose Test Strips  

2.7 Accu-Chek Performa Blood Glucose Test Meters 

2.8 Accu-Chek Performa Blood Glucose Test Strips 

3.0  Environmental Conditions: 

The study temperature was 74.6 F (23.7 ℃). 

4.0  Acceptance Criteria   

95% of measured glucose results shall fall within either ±15% of the reference 
measurement procedure (YSI), and 100% of measured glucose results shall fall 
within either ±20% of the reference measurement procedure (YSI). (FDA OTC 
Guidance) 

99% of individual glucose measured values shall fall within zones A and B of the 
Consensus Error Grid (CEG). (ISO 15197:2013 (E), Section 6.3.3) 
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5.0  Results 

Test results were analyzed by using“Regression Analysis Method,” “Consensus 
Error Grid Analysis” and “Difference Plot Method.”  

5.1  Scatter Plot 

5.1.1 Keto-Mojo GK+ vs. YSI 2900 

5.1.2 FORA 6 Connect vs. YSI 2900 
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5.1.3 Abbott Precision Xtra vs. YSI 2900 

5.1.4 Accu-Chek Performa vs. YSI 2900 
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5.2  Consensus Error Grid Analysis 

5.2.1 Keto-Mojo GK+ vs. YSI 2900 

5.2.2 FORA 6 Connect vs. YSI 2900 



CONFIDENTIAL 

5.2.3 Abbott Precision Xtra vs. YSI 2900 

5.2.4 Accu-Check Performa vs. YSI 2900 

5.3  Difference Plot 
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5.3.1 Keto-Mojo GK+ vs. YSI 2900 

5.3.2 FORA 6 Connect vs. YSI 2900 

5.3.3 Abbott Precision Xtra vs YSI 2900 
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5.3.4 Accu-Chek Performa vs YSI 2900 
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5.4  Data Table 

6.0  Conclusion 

The results showed that the Keto-Mojo GK+ Blood Glucose and β-Ketone 
Monitoring System meets the system accuracy performance criteria. 




